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When painful procedures such as periph
eral intraveneous catheterization are 
necessary for the medical care of chil

dren, the patients and their families want the first 
attempt to be successful.1 Success rates of first 
attempt at intravenous catheter placement in chil
dren vary greatly, from 40%–76%, with up to 15 
attempts reported in one case.2–9 Failed procedures 
ensure further painful skin punctures, significant 
delays in urgent treatment, decreased efficiency 
and increased costs to the health care system.10,11

The standard procedure for peripheral intra
venous catheterization involves placement of the 
needle in a location considered most likely to con
tain a vein, with the choice based on visualization 
and palpation of the vessel, knowledge of anatomy 

and experience of the practitioner, most often a 
nurse. Venous access in children can be challeng
ing. Sick children may have low circulating blood 
volumes and may be cold or in shock, all of which 
can lead to peripheral vasoconstriction. Further
more, young infants and toddlers have small ves
sels, often obscured by subcutaneous fat, and are 
less able to cooperate with painful procedures. The 
stress from struggling, crying and fear results in 
additional peripheral vasoconstriction of already 
small vessels due to sympathetic overdrive.

Two adjunct technologies to facilitate intra
venous catheterization in children have looked 
promising. Ultrasonography offers visual infor
mation about the size and depth of blood vessels, 
potentially facilitating intravenous placement of 
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Background: Peripheral intravenous catheter-
ization in children is challenging, and success 
rates vary greatly. We conducted a pragmatic 
randomized controlled trial to determine 
whether the use of ultrasound or near-infrared 
vascular imaging to guide catheterization 
would be more effective than the standard 
approach in achieving successful catheter 
placement on the first attempt.

Methods: We enrolled a convenience sample 
of 418 children in a pediatric emergency 
department who required peripheral intra-
venous catheterization between June 2010 to 
August 2012. We stratified them by age (≤ 3 yr 
and > 3 yr) and randomly assigned them to 
undergo the procedure with the standard 
approach, or with the help of either ultra-
sound or near-infrared vascular imaging. The 
primary outcome was the proportion of 
patients who had successful placement of a 
catheter on the first attempt.

Results: The rate of successful first attempts did 
not differ significantly between either of the 2 
intervention groups and the standard approach 

group (differences in proportions −3.9%, 95% 
confidence interval [CI] −14.2% to 6.5%, for 
ultrasound imaging; –8.7%, 95% CI −19.4% to 
1.9%, for near-infrared imaging). Among chil-
dren 3 years and younger, the difference in suc-
cess rates relative to standard care was also not 
significant for ultrasound imaging (–9.6%, 95% 
CI −29.8% to 10.6%), but it was significantly 
worse for near-infrared imaging (−20.1%, 95% 
CI −40.1% to −0.2%). Among children older 
than 3 years, the differences in success rates rel-
ative to standard care were smaller but not sig-
nificant (−2.3%, 95% CI −13.6% to 9.0%, for 
ultrasound imaging; −4.1%, 95% CI −15.7% to 
7.5%, for near-infrared imaging). None of the 
pairwise comparisons were statistically signifi-
cant in any of the outcomes.

Interpretation: Neither technology improved 
first-attempt success rates of peripheral intra-
venous catheterization in children, even in the 
younger group. These findings do not support 
investment in these technologies for routine 
peripheral intravenous catheterization in chil-
dren. Trial registration: ClinicalTrials.gov, no. 
NCT01133652.
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the needle in real time. Two small randomized 
trials of ultrasound imaging for intravenous 
placement in a pediatric emergency department 
setting have been published, but both had physi
cians as the ultrasonographers.12,13 Nearinfrared 
imaging devices project nearinfrared light onto 
the skin, which is absorbed by deoxygenated 
hemoglobin. The invisible image of the under
lying vascular pattern is captured by the device, 
processed and projected, in real time, back onto 
the patient’s skin using visible green light. This 
technology allows handsfree visualization of a 
vascular map to guide catheter placement.

We performed a pragmatic randomized con
trolled trial to determine whether the use of 
either ultrasound or nearinfrared vascular imag
ing would significantly improve the success rate 
of peripheral intravenous catheterization in chil
dren on first attempt by nurses compared with 
the standard approach.

Methods

Study design and setting
We conducted a stratified, parallelgroup, ran
domized controlled trial to compare the use of 
ultrasound or nearinfrared vascular imaging 
with the standard approach to achieve peripheral 
intravenous catheterization on the first attempt in 
children seen in the emergency department at the 
Stollery Children’s Hospital, Edmonton, be
tween June 2010 and August 2012. The hospital 
is the tertiary referral centre for northern Alberta, 
with 45 000 visits to the pediatric emergency de
partment annually.

Ethics approval for the study was obtained 
from the Health Research Ethics Board at the 
University of Alberta. The ultrasound and near
infrared devices used in the trial had previously 
been approved for clinical use in Canada.

Participants
We included participants from a convenience 
sample of all eligible children aged 16 or 
younger who required peripheral intravenous 
catheterization as part of routine care and whose 
primary nurse agreed to participate in the study. 
Research assistants were available 50 hours per 
week to screen for potentially eligible patients 
and obtain consent from them or their parents. 
Children over the age of 7 years were asked to 
give written assent or oral assent if the  child was 
unable to sign (e.g., broken arm); written consent 
was obtained from the parents of all children. 
We excluded patients if they were in critical con
dition, if the child’s or parents’ knowledge of 
English was insufficient for consent, or if the 
procedural nurse declined trial participation.

Interventions
The VeinViewer GS (Luminetx Corp.) was used 
for the nearinfrared vascular imaging. Ultra
sonography was performed with the MTurbo 
Ultrasound System (SonoSite Inc.), with a standard 
25mm broadband linear array and 6–13  MHz 
transducer. Before the start of the trial, all emer
gency department nurses were invited to partici
pate in the trial. Those who accepted were 
 instructed on how to use both devices for intra
venous catheterization. Training took 3 hours and 
included a lecture explaining technological con
structs, practical applications and the manufactur
er’s instructions, as well as oneonone training 
with a research assistant until the nurse affirmed 
confidence with both technologies for intravenous 
catheterization. For ultrasound training, nurses also 
received a selfstudy instructional booklet contain
ing detailed illustrations of ultrasound techniques 
for intra venous catheterization and handson ses
sions using ultrasound for catheterization in artifi
cial limbs. In addition, selfdirected, handson 
practice with both devices was available for 
2 weeks before the trial started.

Protocol
Once eligibility, informed consent and assent 
were confirmed, participants were randomly 
assigned, in the appropriate age stratum, to 1 of 3 
groups: peripheral intravenous catheterization 
with the standard approach or with the help of 
either ultrasound or nearinfrared vascular imag
ing. Randomization was achieved with the use of 
an online, computergenerated program. An age
stratified (≤ 3 yr and > 3 yr) blockrandomization 
scheme (alternating blocks of 6 and 9) was used. 
We chose the age of 3 years as the cutoff point, 
because thereafter subcutaneous fat is reduced, 
children are more amenable to distraction and 
preparation for the procedure, and blood vessels 
are larger. Thus, we expected the challenges of 
intravenous catheterization to be different across 
these 2 age strata.

All procedures were performed in private 
treatment rooms under standard fluorescent light
ing. Standard techniques to facilitate intravenous 
catheterization were used. The research assistant 
recorded baseline and multiple prospective out
come variables. Times were recorded by stop
watch. Intravenous catheterization was attempted 
until it was either successful or was abandoned as 
per routine clinical decisionmaking.

All data were entered into the Webbased 
electronic datacapture system OpenClinica. A 
study log documented patients who were ex
cluded, missed or had refused to participate.

Because of the physical nature of the inter
ventions, it was not possible to conceal the group 
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allocation from the research assistants, nurses or 
trial participants. The randomization code was 
maintained by the Clinical Research Informatics 
Core at the Women and Children’s Research 
Institute, University of Alberta, and was not re
vealed to the research team and statistician until 
data entry and analyses were completed.

Outcome measures
The primary outcome measure was the propor
tion of patients who had successful intravenous 
catheterization on the first attempt. We chose 
this patientcentred outcome measure rather than 
“overall success” because successful placement 
of the catheter on first attempt matters most to 
the patients and their families. This measure also 
captures system aspects, because failure directly 
implies prolonged procedural times and in
creased costs. We defined a successful attempt as 
clear flush through the catheter with 5  mL of 
normal saline without extravasation.

Secondary outcomes included the number of 
attempts to successful placement and the time to 
successful placement in minutes.

Statistical analysis
Previous research reported firstattempt success 
rates of about 70% for standard intravenous 
catheterization in pediatric emergency depart
ments.6–8 We decided that an increase in this rate 
to 85% with the use of either technology would 
be clinically significant. We determined that a 
sample of 418 patients (about 140 in each group) 
would allow us to detect this difference with 
80% power, assuming a 2sided test and a signif
icance level (α) of 5%. This sample size also 
allowed us flexibility to examine the effective
ness of each method by age strata.

All data were analyzed by intentiontotreat 
analysis. Analysis was performed with the use of 
either SAS (version 9.3, SAS Institute Inc.) or 
StatXact (version 10.0, Cytel). We computed pro
portions for dichotomous data and compared them 
using the Fisher–Freedman–Halton test. We com
puted means ± standard deviations and medians 
with ranges for continuous data and compared 
them using either the Kruskal–Wallis test or one
way analysis of variance. We considered a p value 
of less than 0.05 to be statistically significant.

Assessed for eligibility
n = 2177

Excluded n = 1759
• Declined to participate  n = 347

– Parent  n = 150
– Child  n = 25
– Clinical nurse  n = 172

• Did not meet inclusion criteria n = 991
– Language barrier  n = 9
– Critical condition  n = 341
– Central line  n = 13
– Clinical nurse not trained  n = 628

• Other n = 421
– Research assistant unavailable  n = 288
– Miscellaneous  n = 133Age strati�cation

n = 418

Age ≤ 3 yr
n = 135

R

Standard 
approach
n = 50

Ultrasound 
imaging
n = 42

Near-infrared 
imaging
n = 43

Standard 
approach
n = 50

Ultrasound 
imaging
n = 42

Near-infrared 
imaging
n = 43

Available for analysis

Age > 3 yr
n = 283

R

Ultrasound 
imaging
n = 95

Near-infrared 
imaging
n = 92

Standard 
approach
n = 96

Ultrasound 
imaging
n = 95

Near-infrared 
imaging
n = 92

Standard 
approach
n = 96

Available for analysis

Figure 1: Selection of patients and allocation to study arms. No patients were excluded from analysis or lost to follow-up. R = randomization.
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We computed differences between the in 
ter vention and standard approach groups 
using relative risks and differences in propor
tions (with 95% confidence intervals [CIs]) 
for binary outcomes, and mean differences 
(with 95% CIs) for continuous data. We per
formed a  priori logistic regression analyses 
using binary logit models to test whether 
nursing characteristics, patients’ body mass 
index (BMI) and group allocation were asso
ciated with successful catheterization on first 
attempt.

We conducted a sensitivity analysis on the 
primary outcome using the Wald test to take 
into account the clustering effect of some 
nurses having performed the procedure on sev
eral patients.

Funding
This research was funded by the Women and 
Children’s Health Research Institute through 
support from the Stollery Children’s Hospital 
Foundation. The manufacturers of the ultra
sound and nearinfrared technologies used in the 
study did not supply the devices for the trial. 
Neither the funding agency nor the manufactur
ers of the devices played a role in the design or 
conduct of the study, the interpretation of the 
results, the manuscript preparation or the deci
sion to publish.

Results

We enrolled a total of 418 patients in the trial; 
135 were 3 years or younger, and 283 were older 
than 3 years. Data from all patients were avail
able for analysis in the groups to which they were 
initially assigned (Figure 1). Baseline characteris
tics were similar across the study arms (Table 1).

Effect on first-attempt success rates
The overall success rate of intravenous catheter
ization on first attempt did not differ significantly 
between either of the 2 intervention groups and 
the standard approach group (difference in pro
portion −3.9%, 95% CI −14.2% to 6.5%, for 
ultrasound imaging; −8.7%, 95% CI −19.4% to 
1.9%, for nearinfrared imaging) (Table 2). When 
stratified by age, the differences were generally 
not significant. Among children 3  years and 
younger, the difference in proportions between 
ultrasoundguided catheterization and the standard 
approach was not significant (−9.6%, 95% CI 
−29.8% to 10.6%), but it was significantly worse 
for nearinfrared imaging relative to standard care 
(−20.1%, 95% CI −40.1% to −0.2%). Among 
children older than 3 years, the differences in pro
portions were not significant rel ative to standard 
care (−2.3%, 95% CI −13.6% to 9.0%, for ultra
sound imaging; −4.1%, 95% CI −15.7% to 7.5%, 
for nearinfrared imaging). None of the pairwise 

Table 1: Baseline characteristics of study participants assigned to ultrasound imaging, near-infrared 
imaging or the standard approach to peripheral intravenous catheterization 

Characteristic

Ultrasound  
imaging 
n = 137

Near-infrared 
vascular imaging 

n = 135

Standard  
approach 
n = 146

Age, yr

Mean ± SD 7.81 ± 5.71 7.20 ± 5.75 6.76 ± 5.41

Median (range) 7.00 (0.07 to 16.90) 6.27 (0.02 to 16.98) 5.95 (0.00 to 16.74)

Male sex, % (n/N) 54.0 (74/137) 47.4 (64/135) 57.9 (84/145)

Weight, kg n = 121 n = 124 n = 121

Mean ± SD 29.1 ± 20.9 30.6 ± 24.7 26.6 ± 19.0

Median (range) 22.6 (3.0 to 83.7) 21.3 (2.9 to 93.0) 21.0 (3.0 to 71.2)

BMI n = 103 n = 109 n = 100

Mean ± SD 17.7 ± 4.1 18.5 ± 5.3 18.2 ± 4.4

Median (range) 17.1 (10.0 to 30.9) 16.5 (11.6 to 33.6) 17.2 (10.0 to 31.9)

CTAS score (out of 5) n = 137 n = 135 n = 143

Mean ± SD 2.9 ± 0.6 2.9 ± 0.6 2.8 ± 0.7

Median (range) 3 (2 to 5) 3 (2 to 5) 3 (1 to 5)

Mode 3 3 3

Topical anesthetic cream 
applied, % (n/N)

48 (66/137) 54 (73/135) 53 (78/146)

Note: BMI = body mass index, CTAS = Canadian Triage and Acuity Scale, SD = standard deviation.
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comparisons were statistically significant in any 
of the outcomes (Table 2).

Effect on secondary outcomes
The mean number of attempts did not differ sig
nificantly between the study arms for the overall 
population or when stratified by age (Table 3). 
Successful placement was achieved in 70.6% of 
the population on the first attempt; 88.8% re
quired up to 2 attempts, 97.1% needed up to 3 at
tempts, and 2.9% required 4 or more attempts for 
successful catheter placement.

Overall, the mean time from placement of 
tourniquet to success of catheterization did not 
differ significantly across the study arms (mean 
8.3 ± 15.9 min for ultrasound imaging, 7.8 ± 11.0 
min for nearinfrared imaging and 6.5 ± 10.3 min 
for standard approach; p = 0.5). There were sig
nificantly fewer needle redirections with the stan
dard approach (1.6 ± 3.2) than with ultrasound 
(2.5 ± 4.2) or nearinfrared imaging (2.8 ± 5.0).

In an a priori logistic regression, the odds of 
firstattempt success was not associated with 
number of years as a nurse (odds ratio [OR] 0.98, 
95% CI 0.94 to 1.01, per additional year), num
ber of years as an emergency nurse (OR 0.96, 
95% CI 0.91 to 1.01, per additional year), usual 
clinical emergency department time (OR 0.93, 

95% CI 0.78 to 1.12, per additional hour) or 
patient’s BMI (OR 0.99, 95% CI 0.98 to 1.00, per 
additional 1 kg/m2).

To explore whether results differed among 
nurses who participated in the trial procedures 
more frequently than others, we reanalyzed the 
primary outcome in the subset of nurses who 
performed the procedure more than 7 times (n = 
17). Firstattempt success rates did not differ sig
nificantly and were similar to the primary analy
sis (ultrasound imaging v. standard approach: 
4.4%, 95% CI −8.3% to 17.1%; nearinfrared 
imaging v. standard approach: −4.9%, 95% CI 
−18.3% to 8.5%). In addition, in the analysis 
adjusted for clustering, we found no significant 
association between frequency of nurse partici
pation and the primary outcome (p = 0.4).

Interpretation

We found that neither of the venous imaging de
vices offered an advantage over the standard ap
proach to peripheral intravenous catheterization, 
even in the younger stratum. In fact, among chil
dren 3 years or younger, nearinfrared imaging 
performed significantly worse than the standard 
approach based on differences in proportions. 
When we examined whether either intervention 

Table 2: Proportion of patients with successful catheter placement on first attempt

Variable Ultrasound imaging Near-infrared imaging Standard approach p value*

All (≤ 16 yr) n = 137 n = 135 n = 146

Success on first attempt

No. 97 89 109

% (95% CI) 70.8 (62.7 to 77.8) 65.9 (57.6 to 73.4) 74.7 (67.0 to 81.0) 0.3

Difference in proportion,† % (95% CI) −3.9 (−14.2 to 6.5) −8.7 (−19.4 to 1.9) –

Relative risk† (95% CI) 0.95 (0.82 to 1.09) 0.88 (0.76 to 1.03) –

Age ≤ 3 yr n = 42 n = 43 n = 50

Success on first attempts

No. 22 18 31

% (95% CI) 52.4 (37.7 to 66.6) 41.9 (28.4 to 56.7) 62.0 (48.2 to 74.1) 0.2

Difference in proportion,† % (95% CI) −9.6 (−29.8 to 10.6) −20.1 (−40.1 to −0.2) –

Relative risk† (95% CI) 0.84 (0.59 to 1.21) 0.68 (0.45 to 1.02) –

Age > 3 yr n = 95 n = 92 n = 96

Success on first attempt

No. 75 71 78

% (95% CI) 78.9 (69.7 to 85.9) 77.2 (67.6 to 84.6) 81.2 (72.3 to 87.8) 0.8

Difference in proportion,† % (95% CI) −2.3 (−13.6 to 9.0) −4.1 (−15.7 to 7.5) –

Relative risk† (95% CI) 0.97 (0.84 to 1.12) 0.95 (0.82 to 1.10)  –

Note: CI = confidence interval. 
*Fisher–Freeman–Halton test, for comparison across study arms. 
†Compared with standard approach.
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might be beneficial in children with increased adi
posity, we found no association between BMI and 
firstattempt success rates in the logistic regression 
analysis. It was presupposed that nursing experi
ence might positively influence rates of success; 
however, regression analysis revealed that success 
rates did not differ with increasing nursing experi
ence in any group. Because randomization and 
performance of the procedure were in rapid suc
cession, we did not have any crossover between 
study arms for the primary outcome; therefore, the 
intentiontotreat analysis is also per protocol.

Our randomized controlled trial was a direct 
comparison of nearinfrared and ultrasound 
technologies because each had distinctive fea
tures that would plausibly facilitate improved 
intravenous catheterization over the standard 
technique. Direct comparison studies minimize 

bias and provide more conclusive results than 
betweenstudy comparisons.

Reflecting standard staffing realities of a large 
urban emergency department, the trial had 83 
nurses participating in it. Although it is conceivable 
that results could differ with a smaller number of 
nurses who are highly skilled in the use of adjunc
tive ultrasound for intravenous catheterization, ex
pectations of the routine clinical availability of such 
professionals is not realistic in our busy acute care 
setting currently. As ultrasound devices become 
more user friendly and as nurses continue to train 
with new technologies, reexamination of ultra
sound imaging by nurses for peripheral intravenous 
catheterization may be warranted in the future.

Most research on ultrasound imaging for per
ipheral intravenous catheterization has involved 
ultrasoundtrained physicians and included adult 

Table 3: Number of attempts to successful catheter placement

Variable

Study arm; no. (%) of patients* Mean difference  
(95% CI), ultrasound 
imaging — standard 

approach

Mean difference  
(95% CI), near-infrared 

imaging — standard 
approach

Ultrasound 
imaging

Near-infrared 
imaging

Standard 
approach

All (≤ 16 yr) n = 137 n = 135 n = 146

Mean no. of attempts† 1.40 1.58 1.43 –0.03 (–0.23 to 0.17) 0.14 (–0.10 to 0.38)

Median no. 1 1 1

No. of attempts, no. (%)

   1 96 (70.1) 90 (66.7) 109 (74.7)

   2 28 (20.4) 22 (16.3) 26 (17.8)

   3 11   (8.0) 19 (14.1) 5   (3.4)

≥ 4 2   (1.5) 4   (3.0) 6   (4.1)

Age ≤ 3 yr n = 42 n = 43 n = 50

Mean no. of attempts‡ 1.69 2.10 1.76 –0.05 (–0.55 to 0.44) 0.33 (–0.25 to 0.92)

Median no. 1.5 2 1

No. of attempts, no. (%)

   1 21 (50.0) 19 (44.2) 31 (62.0)

   2 14 (33.3) 11 (25.6) 12 (24.0)

   3 6 (14.3) 10 (23.3) 3   (6.0)

≥ 4 1   (2.4) 3   (7.0) 4   (8.0)

Age > 3 yr n = 95 n = 92 n = 96

Mean no. of attempts§ 1.28 1.36 1.26 –0.02 (–0.20 to 0.15) 0.08 (–0.12 to 0.28)

Median no. 1 1 1

No. of attempts, no. (%)

   1 75 (78.9) 71 (77.2) 78 (81.2)

   2 14 (14.4) 11 (12.0) 14 (14.6)

   3 5   (5.3) 9   (9.8) 2   (2.1)

≥ 4 1   (1.1) 1   (1.1) 2   (2.1)

*Unless stated otherwise. 
†No significant difference across study arms (p = 0.2; Kruskal–Wallis test). 
‡No significant difference across study arms (p = 0.1; Kruskal–Wallis test). 
§No significant difference across study arms (p = 0.7; Kruskal–Wallis test).
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patients and more controlled settings. The extrapo
lation of these results to pediatrics and to the acute 
care setting (where most pediatric intravenous 
catheters are placed, by nurses) is questionable.

Heinrichs and colleagues14 described 2 small 
pediatric emergency department trials of ultra
soundguided peripheral intravenous catheteriza
tion, with physician as ultrasonographer and nurse 
as cannulator. One trial (n = 50) showed that 
dynamic or realtime use of the technology (locate 
vessel with ultrasound probe and simultaneously 
insert cannula) decreased the mean number of 
attempts by 2 and the mean procedure time by 
8 minutes.12 The other trial (n = 44) did not show a 
clinically important benefit to static use of the 
technology (locate and mark vessel, discard ultra
sound probe and insert cannula).13 We took a prag
matic approach in our large trial: nurses, who both 
applied the technology and performed the catheter
ization, were trained in both dynamic and static 
techniques and were asked to choose whichever 
technique was judged at the bedside to provide the 
best likelihood of success for each attempt. 
Despite this rational approach to use of the tech
nology, our results did not support use of either 
technology as an adjunctive tool for the procedure.

Assessment of our results in light of other 
randomized trials of nearinfrared technologies 
similar to the VeinViewer device revealed a sim
ilar direction of effect. Overall, trials of near
infrared technologies in emergency department7,8 
and operating room settings15–17 have not shown 
a convincing clinical benefit of nearinfrared 
imaging for peripheral intravenous catheteriza
tion relative to the standard approach.18

Limitations
Given the size and obvious presence of the devices 
studied, complete concealment of group allocation 
was not possible. Thus, performance bias against 
the technologies may have influenced the results. 
However, nurses who were not enthusiastic about 
the new technologies could decline to participate 
in the trial. Therefore, participating nurses were 
open to the idea that use of the technologies could 
improve the success rate of intravenous catheter 
placement on first attempt and were unlikely to be 
negatively biased against the interventions. In 
addition, lack of blinding is more problematic 
when outcome measures are subjective or surro
gate. Our outcome measures were objective and 
clinically relevant. Blinding occurred at the level 
of the research team and the statistician.

The nurses may not have been trained well 
enough in the use of the devices. The training 
was comprehensive and comparable to that in 
other similar trials, and we required that partici
pating nurses declare confidence in using both 

technologies for the procedure and show profi
ciency on gel models for the ultrasound imaging. 
However, we did not require a demonstration of 
proficiency through a preset formal assessment 
on patients. Ultrasound imaging may not be the 
type of technology that can be adapted easily 
without focused training and perhaps a natural 
proclivity. Much is unknown about characteris
tics of proficient learners of this technology, and 
training needs likely differ across learners.

The study population was recruited based on 
the availability of research staff and thus was a 
convenience sample. However, staffing was 
tailored to cover the busiest emergency depart
ment times, and study logs with details about 
missed patients described typical pediatric emer
gency patients consistent with those recruited.

Conclusion
We found no evidence that ultrasound or near
infrared imaging improved the success rates of 
peripheral intravenous catheterization on first 
attempt in a pediatric emergency department. In 
addition, neither technology reduced the number 
of catheterization attempts or increased the speed 
of the procedure. These 2 widely available tech
nologies do not appear to help usualskilled clin
icians complete this stressful procedure better 
than the standard approach. Thus, current evi
dence does not support investment in these tech
nologies for the purpose of routine peripheral 
intravenous catheterization in children.

The results of our trial underscore the impor
tance of rigorously examining new technologies in 
children before adopting them into clinical care. 
Not doing so may lead to a false understanding of 
their benefits and limitations, which may mislead 
clinicians, administrators and patients alike.
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